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[1] The Sr/Ca ratio of coral aragonite is used to reconstruct past sea surface temperature (SST). Twenty-
one laboratories took part in an interlaboratory study of coral Sr/Ca measurements. Results show
interlaboratory bias can be signiﬁcant, and in the extreme case could result in a range in SST estimates of
7C. However, most of the data fall within a narrower range and the Porites coral reference material JCp-
1 is now characterized well enough to have a certiﬁed Sr/Ca value of 8.838 mmol/mol with an expanded
uncertainty of 0.089 mmol/mol following International Association of Geoanalysts (IAG) guidelines.
This uncertainty, at the 95% conﬁdence level, equates to 1.5C for SST estimates using Porites, so is
approaching ﬁtness for purpose. The comparable median within laboratory error is <0.5C. This
difference in uncertainties illustrates the interlaboratory bias component that should be reduced through
the use of reference materials like the JCp-1. There are many potential sources contributing to biases in
comparative methods but traces of Sr in Ca standards and uncertainties in reference solution composition
can account for half of the combined uncertainty. Consensus values that fulﬁl the requirements to be
certiﬁed values were also obtained for Mg/Ca in JCp-1 and for Sr/Ca and Mg/Ca ratios in the JCt-1 giant
clam reference material. Reference values with variable ﬁtness for purpose have also been obtained for
Li/Ca, B/Ca, Ba/Ca, and U/Ca in both reference materials. In future, studies reporting coral element/Ca
data should also report the average value obtained for a reference material such as the JCp-1.
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1. Introduction
[2] The geochemical analysis of annually banded
coral skeletons provides the opportunity to extend
the instrumental record of tropical sea surface con-
ditions. Elements such as Mn, Cu, Zn, Ba, and Pb
in coral skeletons are useful indicators of marine
pollution and sediment input [e.g., Fallon et al.,
2002; Sinclair and McCulloch, 2004; Prouty et
al., 2008], while the Li, B, Mg, Sr, and U content
of tropical corals are related to water temperature
at various locations [e.g., Beck et al., 1992;
McCulloch et al., 1994; Min et al., 1995; Mitsu-
guchi et al., 1996; Gagan et al., 1998; Sinclair et
al., 1998; Quinn and Sampson, 2002; Felis et al.,
2009; Hathorne et al., 2013]. The Sr/Ca ratio is by
far the most utilized elemental proxy for water
temperature in corals and has been shown to be ro-
bust across a range of salinities [e.g., Gagan et al.,
1998]. High-precision measurements of Sr/Ca are
required to reconstruct SST since Sr/Ca changes
by only 0.06 mmol/mol or 0.67% with every
degree Celcius [e.g., Corre`ge, 2006]. In the early
studies of coral Sr/Ca, isotope dilution (ID) Ther-
mal Ionization Mass Spectrometry (TIMS) was
used to obtain very precise ratios (e.g., 60.03% (2
SD)) [Beck et al., 1992]. However, TIMS is a very
time consuming method, and the advent of Induc-
tively Coupled Plasma (ICP) sources combined
with Mass Spectrometry (ICP-MS) or Optical
Emission Spectroscopy (ICP-OES, note that
Atomic Emission Spectroscopy (AES) is synony-
mous with OES) has greatly increased sample
throughput and reduced costs. While ICP techni-
ques can approach the precision of TIMS [e.g.,
Schrag, 1999], especially if ID techniques are
employed [Fernandez et al., 2011], the precision
is generally between 0.2 and 1% at the 2 (95%
conﬁdence) level [e.g., Le Cornec and Corre`ge,
1997; Rosenthal et al., 1999; Ourbak et al., 2006;
Nurhati et al., 2011]. A well-characterized refer-
ence material, with the appropriate matrix, is
required to improve accuracy and ensure quality
data are reported [Jochum and Nohl, 2008]. Pro-
gress has been made with this for analyses of other
marine biogenic carbonates namely ﬁsh Otoliths
[Sturgeon et al., 2005] and Foraminifera [Greaves
et al., 2008] but those standards are not appropri-
ate for the high Sr content of coral skeletons and
only approximate the coral matrix.
[3] Initial studies of coral Sr/Ca palaeothermome-
try conducted both the measurements for the mod-
ern calibration of the proxy thermometer and the
reconstruction of past seawater temperatures in the
same laboratory. The growth of the coral geo-
chemistry ﬁeld in recent years has meant the direct
comparison of data generated in different laborato-
ries is desirable. The current study grew out of the
Integrated Ocean Drilling Program (IODP) Expe-
dition 310 ‘‘Tahiti Sea Level’’ [e.g., Camoin et al.,
2007] where palaeoclimate reconstructions were
carried out by international collaboration. Initial
work sharing standards between a few laboratories
found signiﬁcant offsets between the Sr/Ca ratios
measured in different laboratories [Asami et al.,
2009; DeLong et al., 2010; Hathorne et al., 2011;
Felis et al., 2012]. This highlighted the need for a
reference material to allow comparison between
laboratories and facilitate compilation projects
such as PAGES - Past Global Changes Ocean2k.
This study has three main purposes: (1) to charac-
terize reference materials for the quality control
(assessment of precision and accuracy) of coral
element/Ca ratio measurements, (2) to quantify
any systematic bias that may exist between the ele-
ment/Ca ratios measured in different laboratories
with different techniques, and (3) to identify rea-
sons for such systematic biases and provide guid-
ance to minimize any biases in the future.
2. Materials and Methods
2.1. Suitability and Homogeneity of
Reference Materials
[4] The ﬁrst consideration when choosing a refer-
ence material is that the matrix is similar to that of
the samples and that the concentrations of the ele-
ments of interest are similar to those found in the
samples. The reference material best suited to
coral element/Ca measurements is a coral sample
with a matrix virtually identical to that of the sam-
ples, including residual organics. The second con-
sideration is ﬁnding a suitably homogenous
reference material that can be analyzed many
thousands of times. Coral skeletons are chemically
heterogeneous on a variety of length scales [e.g.,
Sinclair et al., 1998; Meibom et al., 2008] making
the preparation of a suitably homogenous refer-
ence material from a coral skeleton difﬁcult. Even
so, many laboratories have in-house coral powder
reference materials they employ for quality control
purposes, although there is not likely to be enough
material to share with laboratories around the
world.
[5] The Geological Survey of Japan (GSJ) pre-
pared a coral powder reference material from a
Porites sp. coral collected on the northeast coast
of Ishigaki Island, Ryukyu Islands, Japan
(243303000N, 1242000000E). The coral was
cleaned, cut, crushed, sieved to >420 mm, washed
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again, mixed in a ball mill for 4 days, and ﬁnally
sieved to <250 mm to prepare the ‘‘JCp-1’’ powder
reference material (see Okai et al. [2002] for more
details). The coral was not bleached during proc-
essing. The resulting 15 kg of reference material
passed homogeneity tests for MgO, CaO, Na2O,
and Sr using 100 mg test portions [Okai et al.,
2002]. This makes JCp-1 an ideal candidate for an
international coral reference material but unfortu-
nately since the completion of this study the JCp-1
powder is no longer commercially available
because of export restrictions on corals. All the JCp-
1 powder used in this study was obtained free of
charge for collaborative research purposes and
many laboratories throughout the world now have
enough powder to last many years. It should also be
possible for such labs to send small aliquots of their
JCp-1 powder to other laboratories for noncommer-
cial quality control purposes. Although the commer-
cial unavailability of the JCp-1 powder hinders its
use as an international reference material it is now
the best characterized coral reference material and
should play a critical role in the traceability [e.g.,
Kane and Potts, 2002] of any future characterization
of new coral reference materials. Powdered refer-
ence materials are preferred over solutions because
of the long-term stability of such geological materi-
als as demonstrated by reference materials like G-1
andW-1 being used for over 50 years [Kane, 2004].
[6] It is normal and recommended practice [e.g.,
Kane et al., 2003] in such interlaboratory studies to
analyze at least two different materials. These mate-
rials should have a similar matrix (CaCO3) but a dif-
ferent elemental composition. In the absence of
another internationally available coral reference ma-
terial, we chose a biogenic aragonite reference mate-
rial from the GSJ made from a Holocene age fossil
giant clam shell (Tridacna gigas) called ‘‘JCt-1’’
[Inoue et al., 2004] as the second material for this
study. Both these materials have been previously
characterized for many elements [Okai et al., 2002,
2004; Inoue et al., 2004]. The Okai et al. [2004] pa-
per is in Japanese, but the data are presented in Eng-
lish and these data will be referred to as Ok’04
herein. Initial studies in Expedition 310 laboratories
suggested the JCp-1 Sr/Ca ratio was distinctly higher
than the provisional Ok’04 value of 8.66 mmol/mol.
Therefore, we thought it desirable to characterize the
JCp-1 reference material speciﬁcally for the purpose
of coral Sr/Ca measurements, through an interlabor-
atory study involving experienced coral element/Ca
analysts. This would also be an opportunity to better
characterize the JCp-1 for elements where Ok’04
only provides information values.
[7] Before the international interlaboratory study
could be conducted, it was necessary to conduct
additional homogeneity tests as such information
has not been published for the JCt-1 powder and
the previous homogeneity tests for JCp-1 were
performed on relatively large test portions (100
mg). It is routine for coral element/Ca analyses to
consume 1 mg or less of coral powder, so homoge-
neity tests were conducted with test portions of
approximately 150 mg, 500 mg, and 1 mg of JCp-1
and JCt-1 powders. Weighed powder was trans-
ferred to acid cleaned high-density polyethylene
(HDPE) bottles and dissolved in 0.3 M HNO3
overnight. Additional samples of JCp-1 were
obtained from two different bottles of JCp-1 pow-
der meaning three different bottles or batches were
investigated. Solutions were diluted to have a Ca
concentration of 10 ppm and were analyzed for
7Li, 11B, 25Mg, 43Ca, 55Mn, 88Sr, 137Ba, and 238U
with a sector ﬁeld ICP-MS (Element 2) in
low-resolution mode. Element/Ca ratios were cal-
culated directly from the X/43Ca intensity ratios
following a method adapted from Rosenthal et al.
[1999]. The results suggest Li, B, Mg, Sr, and U
are all homogenously distributed using test por-
tions 150 mg (Figures 1 and 2). It is interesting to
note that dissolutions of both reference materials
prepared in the same manner a few months previ-
ously exhibited higher B/Ca ratios (‘‘Old solu-
tions’’ labeled in Figures 1 and 2), suggesting
either B leaching from the acid-cleaned bottles or
some other aging process affecting B only.
Besides occasional outliers, the Ba results sug-
gest the material may be suitable as a reference
material as there is no clear trend with test por-
tion size (Figures 1 and 2). The results for Mn
on the other hand (not shown), with relative
standard deviations of more than 20% and 40%,
clearly demonstrate Mn is heterogeneously dis-
tributed in both materials at all the test portion
sizes investigated.
2.2. Outline of Interlab Study
[8] An invitation letter detailing the initial results
of the interlaboratory study from the IODP Expe-
dition 310 participants and the results of homoge-
neity tests described above was sent to authors
who had published coral element/Ca ratio data in
recent years. Interested parties then replied with a
postal address, and laboratories across four conti-
nents were sent approximately 1 g aliquots of JCp-
1 and JCt-1 powders. Participants were asked to
analyze the powders in the same manner as coral
samples in their laboratories. Participants were
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requested to analyze multiple dissolutions of both
JCp-1 and JCt-1 for as many elements as routinely
acquired in their laboratory and to report averages
and standard deviations for each dissolution ana-
lyzed. These data and some general information
concerning the procedures followed were reported
to an independent data collector to ensure the data
remained anonymous. The lead author was given
unidentiﬁed data ﬁles and a list of participants
who had returned data. Participants are expected
to identify themselves based on the general infor-
mation they provided (Table 1).
Figure 1. Homogeneity test results for JCp-1. Error bars represent two standard deviations of the mean for
the 0.5 mg test portion dissolutions. The 2 uncertainty of the measurements of the JCp-1 material is 2.3% for
Li/Ca, 2.5% for B/Ca, 0.3% for Mg/Ca, 41% for Mn/Ca, 0.8% for Sr/Ca, 5.5% for Ba/Ca, and 2.9% for U/Ca.
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2.3. Isotope Dilution (ID) as the Definitive
Method
[9] For certiﬁcation of reference materials a deﬁn-
itive measurement method is required, as deﬁned
by International Organization for Standardization
(ISO) Guide 35 [e.g., Kane et al., 2003]. ID analy-
sis is considered a deﬁnitive method as, although
ultimately dependent on the spike calibration, the
result stems from measurements directly related to
Figure 2. Homogeneity test results for JCt-1. Error bars represent two standard deviations of the mean for
the 0.5 mg test portion dissolutions. The 2 measurement uncertainty of the JCt-1 material is 4.8% for Li/Ca,
2.9% for B/Ca, 2.5% for Mg/Ca, 91% for Mn/Ca, 1.0% for Sr/Ca, 17% for Ba/Ca, and 13% for U/Ca.



















































































































































































































































































































































































































































































































































































































































































































































































































































































































































































the SI units kilograms and moles [e.g., Watters et
al., 1997]. In this study, one laboratory measured
Mg/Ca and Sr/Ca ratios using an improved version
of the ID method described in Fernandez et al.
[2011]. The main improvements involved adapting
the method to use a Neptune multicollector (MC)
ICP-MS (ThermoFinnigan) to analyze the isotope
ratios of dissolved and spiked coral samples. Spe-
ciﬁcally, instrumental methods for Ca and Sr on
the MC-ICP-MS were adapted from Wieser et al.
[2004] and Ramos et al. [2004], respectively. As
indicated in Fernandez et al. [2011], signiﬁcant
ofﬂine corrections are made for the isobaric inter-
ferences of 86Sr2þ on 43Caþ and 88Sr2þ on 44Caþ
by monitoring double charge formation at masses
21.5 and 43.5. In this ID method, instrumental
mass fractionation was corrected through sample-
standard bracketing using an isotopically enriched
and matrix-matched dissolved coral standard [Fer-
nandez et al., 2011].
[10] The external precision of the method was
assessed by the regular analysis of a deep-sea coral
consistency standard with a Sr/Ca of 10.264
mmol/mol and a Mg/Ca of 3.062 mmol/mol.
Long-term external reproducibility of consistency
standard measurements over 4 years was 0.1% for
Sr/Ca (relative standard deviation 2, n¼ 113)
and 1.2% Mg/Ca (relative standard deviation 2,
n¼ 98). External precision is worse for Mg/Ca
than for Sr/Ca due to a small but variable and per-
sistent magnesium blank associated with the mass
spectrometer front end. The external precision for
Sr/Ca using the ID MC-ICP-MS method is nearly
as good as the 0.03% external error reported for
the more time consuming ID-TIMS methods [Beck
et al., 1992]. Within run precision is typically bet-
ter than long-term reproducibility, matching that
reported for TIMS. Furthermore, the ID MC-ICP-
MS method has an additional advantage in that
both Mg/Ca and Sr/Ca ratios can be measured
simultaneously with high precision.
[11] Much like ID-TIMS, the accuracy of the ID
MC-ICP-MS method is controlled by ID spike cal-
ibration. Additionally, a matrix-matched isotope
ratio standard must be calibrated to correct for
mass fractionation during MC-ICP-MS analysis.
Both the spike and the standard used in this study
were calibrated as described in detail by Fernan-
dez et al. [2011]. Brieﬂy, the abundances of mag-
nesium, calcium, and strontium isotopes in the ID
spike were established using gravimetric mixtures
between the ID spike and pure elemental stand-
ards, followed by isotope ratio analysis. While a
solid certiﬁed standard of both known elemental
concentration and known isotopic abundances
exists for strontium, National Institute of Stand-
ards and Technology Standard Reference Material
(NIST SRM) 987, the isotopic composition of the
solid elemental standards used for both magne-
sium and for calcium had to be independently
established. For these near-natural abundance ele-
mental standards, isotope ratios were measured
repeatedly using certiﬁed reference materials of
known and closely matched isotope ratios as
standards (NIST SRM 980 for Mg and the CaF2
reference material used by Russell et al. [1978] for
calcium). Similar measurements were used to
determine the isotope ratios of the instrumental
mass-fractionation standard, which was diluted to
reduce matrix effects. Together with accurate
weighing of solid samples, the precise measure-
ment of isotope ratios lead to an accurate calibra-
tion of the ID spike, and consequently, into
accurate Sr/Ca and Mg/Ca measurements.
3. Results and Statistical Analysis
3.1. JCp-1
[12] Twenty-one laboratories anonymously
returned Sr/Ca data for JCp-1 and the average
value from a single laboratory ranges from 8.54 to
8.98 mmol/mol (Table 2). The mean value of all
data is 8.831 mmol/mol with a standard deviation
of 0.098 mmol/mol. Most laboratories reported the
repeatability of a single dissolution as well as val-
ues for different dissolutions enabling both the in-
ternal and external reproducibility to be estimated
for each lab. The internal reproducibility repre-
sents how well the measurement technique repro-
duces while the external reproducibility includes
the dissolution technique and any heterogeneity at
the test portion size.
[13] Further statistical analysis follows ISO 13528
[2005] ‘‘Statistical methods for use in proﬁciency
testing by interlaboratory comparisons.’’ These
statistical techniques were designed for data sets
with the same number of replicate measurements
for every laboratory. However, given the large
number of replicate measurements (3 except for
two laboratories), the different number of replicate
measurements (dissolutions) contributing to a lab-
oratory mean has an insigniﬁcant effect. This was
tested by performing the same statistical analysis
using only the ﬁrst three Sr/Ca values reported and
also with the ﬁrst ﬁve Sr/Ca values reported. For
missing data the ISO 13528 [2005] suggests data
with at least 0.59n replicates can be included in
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the analysis meaning labs reporting two different
dissolutions can be considered in the n¼ 3 analysis
and labs reporting three different dissolutions can be
included in the n¼ 5 analysis. Unfortunately, one
laboratory only reported the average value of 20 dis-
solutions so the data from that laboratory were omit-
ted from the n¼ 3 and n¼ 5 analyses. The assigned
value is calculated as the robust average following
the iterative approach of algorithm A [ISO 5725-5,
1998]. Robust statistical approaches avoid the rejec-
tion of outliers and are considered best practice
[e.g., Srnkova and Zbıral, 2009] although different
robust methods exist [e.g., Wilrich, 2007]. The Sr/
Ca robust average (robust standard deviation) deter-
mined for the entire data set is 8.838 (0.042) mmol/
mol, while it is 8.850 (0.074) and 8.834 (0.048) for
the n¼ 3 and n¼ 5 data sets, respectively. Labora-
tory number 9 returned Sr/Ca values for ﬁve differ-
ent dissolutions that differed much more than for
any of the 20 other laboratories and had an external
standard deviation four times that of any other labo-
ratory. Although the mean of the ﬁve Sr/Ca values
from lab 9 is close to the assigned value, the mean
of the ﬁrst three values is >0.1 mmol/mol higher,
thus explaining the slight difference between the
n¼ 3 and n¼ 5 data sets. No weighting is given to
average values from different laboratories and no
differences were found using different numbers of
replicates, so all further statistical analyses are made
using all the available data.
[14] In total, Sr/Ca values were reported for 179
separate dissolutions of the JCp-1 powder. Twelve
laboratories used ICP-OES and nine laboratories
used an ICP-MS instrument of some kind; no dif-
ference between the different techniques can be
detected (ICP-OES average (standard deviation) is
8.852 (0.085) mmol/mol and the ICP-MS average
(standard deviation) is 8.802 (0.113) mmol/mol).
The mean value obtained by ID MC-ICP-MS was
8.826 mmol/mol.
[15] Any heterogeneity at the test portion size
would be revealed if the external reproducibility is
detectably larger than the internal reproducibility.
However, in all but one case the internal/external
reproducibility ratio is >0.5 and in many instances
is >1 (where the external is more reproducible
than the internal). This and the fact there is no
trend in the internal/external reproducibility ratio
with test portion size (Figure 3) clearly demon-
strates the JCp-1 powder distributed from a single
bottle is effectively homogenous for Sr/Ca at test
portions 0.25 mg.
Figure 3. The ratio of the average standard deviation of
measurements of a single dissolution (internal) to the standard
deviation of the different dissolutions (external) reported by
each lab. Each data point represents the results from a single
laboratory plotted against the test portion sized used by that
lab. Heterogeneity would be revealed if more points plotted in
the lower half and the internal/external reproducibility ratio
increased with test portion size.
Figure 4. Ranked average Sr/Ca values for each laboratory
with error bars representing two standard deviations of the
mean (95% conﬁdence level). For lab 9, the error bars are
60.48 mmol/mol. The dashed line is the robust average and
the gray area denotes the robust standard deviation of all the
data. Z-scores calculated using the robust average and stand-
ard deviation that require action, >3 or <3, are shown next
to the appropriate data point.
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[16] The ISO 13528 [2005] describes the sample
as suitably homogenous if the between sample
standard deviation is less than or equal to 0.3
(where  is the standard deviation for proﬁciency
testing). The between sample deviation is the me-
dian of the external reproducibility for the differ-
ent labs, 0.0129 mmol/mol, and 0.3¼ 0.0127
mmol/mol, if  is the interlab robust standard
deviation. There may be better ways to estimate 
so the robust Sn matrix method was also used [Wil-
rich, 2007, and references therein]. The Sn for all
Sr/Ca data is 0.0476 mmol/mol so in this case
0.3¼ 0.0143 mmol/mol, and the homogeneity
criterion is satisﬁed. The Sn was also calculated
for the n¼ 3 and the n¼ 5 data sets and is similar
to the robust standard deviation from algorithm A
[ISO 5725-5, 1998].
[17] As the assigned value used in the estimation
of laboratory bias was obtained from the results of
participants the appropriate performance statistic
is the ‘‘z-score.’’ Figure 4 shows the Sr/Ca results
with z-scores higher than 3 or less than 3 labeled
as these values require action. This means 3 labo-
ratories out of 21 (or 14%) have not performed sat-
isfactory and have results that are biased for some
reason. The fact that all error bars estimated from
two external standard deviations (95% conﬁdence
level) for each laboratory do not always overlap
with the robust standard deviation (gray area in
Figure 4) suggests that there is also some bias
component not accounted for in those uncertainty
estimates. A full assessment of uncertainty compo-
nents will be made in the discussion below.
[18] The results for other elements in the JCp-1 are
presented in Table 2 and the results for JCt-1 are
presented in Table 3. The ranked results for other
elements in JCp-1 are presented in Figures 5 and 6
and the results for JCt-1 in Figure 7.
4. Discussion
4.1. Assigned Value Uncertainty and
Fitness for Purpose
[19] An example of the full assessment of uncer-
tainty for Sr/Ca ratio determination following the
Quantifying Uncertainty in Analytical














Lab 1 8.849 4.213
Lab 2 8.826 4.258
Lab 3 8.835 4.114 1.229 8.830 448.3
Lab 4 8.818 4.203 1.177 484.5 4.459
Lab 5 8.950 4.145 1.140 7.180
Lab 6 8.543 4.102 7.130 6.227
Lab 7 8.839 4.270
Lab 8 8.826 4.157
Lab 9 8.803 3.990 1.284 150.3
Lab 10 8.978 4.247
Lab 11 8.810 4.219 1.450 8.284
Lab 12 8.832 4.222 7.421
Lab 13 8.920 4.275
Lab 14 8.859 4.208 1.190 7.413 459.3 6.007
Lab 15 8.811 4.266 5.446
Lab 16 8.843
Lab 17 8.658 4.189
Lab 18 8.850 4.140 1.090 469.0 6.290
Lab 19 8.908 4.239 1.203 7.947 436.6
Lab 20 8.730 4.210 1.204 7.047 6.240
Lab 21 8.960
Robust average 8.838 4.199 1.192 7.465 459.6 6.185
Robust standard deviation 0.042 0.065 0.045 0.655 22.7 0.107
Number of Labs (n) 21 19 8 10 6 5
Median within-Lab
standard deviation
0.0129 0.0127 0.0116 0.0903 4.7 0.0718
u 0.0443 0.0659 0.0469 0.6616 23.2 0.1287
U 0.089 0.132 0.094 1.323 59.6 0.357
Two-sided t at 95% for n 1 2 2 2 2 2.571 2.776
Ok’04 provisional value
(info value)
8.660 4.192 1.277 7.862 462.5 5.738
Combined Ok’04 U95% 0.095 0.041 0.384
aOnly the median within-lab standard deviation is given to avoid a precision contest.
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Measurement (QUAM) guidelines [EURACHEM/
CITAC, 2012] will be presented below. For practi-
cal reasons the International Association of Geoa-
nalysts (IAG) recommends the expanded
uncertainty of reference values be calculated in a
different way [Kane et al., 2003]. The IAG proto-
col combines the interlaboratory standard devia-
tion with variability relating to homogeneity and
uncertainty in the dry weight of powder. The ho-
mogeneity tests did not reveal any Sr/Ca heteroge-
neity for the recommended sample size detectable
above the standard deviation of the technique. As
we are interested in element/Ca ratios measured
on the same solution the dry weight uncertainty is
not considered. To estimate the uncertainty, here
we combine the median of the within laboratory
standard deviation with the robust interlaboratory
standard deviation and expand by a coverage fac-
tor of 2, unless n 6, as recommended by QUAM
[EURACHEM/CITAC, 2012]. The expanded
uncertainties (U) at the 95% conﬁdence level cal-
culated in this way are given in Tables 2 and 3.
The U for the Sr/Ca ratio of the JCp-1 reference
material is 0.089 mmol/mol, equating to 1.5C
using a compiled average Sr/Ca-temperature slope
[Corre`ge, 2006], and is clearly dominated by the
interlaboratory uncertainty. This U approaches ﬁt-
ness for purpose for equatorial seas where the an-
nual SST cycle is only 3C or less and where the
glacial-interglacial change in SST is estimated to
be around 3C [e.g., Stott et al., 2007]. Ideally U
would equate to <1C but U is comparable to the
average external measurement precision routinely
obtained [e.g., Schrag, 1999] if given at the 95%
conﬁdence level. However, it is often noted that
the desired level of characterization of a reference
material has conﬁdence limits less than one third
of the routine laboratory measurement uncertainty
[e.g., Kane, 2002]. The laboratory bias component
will need to be signiﬁcantly reduced for this to be
achieved. The same can be said for all the other
elements measured as U is always much larger
than the median within laboratory standard devia-
tion expanded to 2.
[20] It is more appropriate to consider the preci-
sion desired for the application of different ele-
ment/Ca ratios when determining the ‘‘ﬁtness for















Lab 2 1.693 1.292
Lab 3 1.698 1.291 25.00 4.540 184.0
Lab 4 1.669 1.280 20.90 206.2 3.008
Lab 5 1.740 1.320 22.00
Lab 6 1.619 1.253 4.355 4.165
Lab 7
Lab 8 1.676 1.257
Lab 9 1.710 1.368 2.517
Lab 10 1.596 1.082
Lab 11 1.677 1.290 31.17 4.938
Lab 12 1.681 1.286 4.490
Lab 13 1.666 1.244
Lab 14 1.667 1.261 22.36 4.325 189.0 4.046
Lab 15
Lab 16 1.678
Lab 17 1.702 1.336
Lab 18
Lab 19 1.681 1.805 4.018
Lab 20 1.720 1.288 20.44 4.352 4.584
Lab 21 1.624
Robust average 1.680 1.289 22.71 4.348 191.0 4.076
Robust standard deviation 0.026 0.045 2.40 0.280 9.3 0.503
Number of Labs (n) 17 15 6 8 3 4
Median within-Lab standard
deviation
0.00693 0.00939 0.6775 0.1016 1.747 0.0294
u 0.0273 0.0459 2.4895 0.2976 9.4582 0.5037
U 0.055 0.092 6.40 0.595 40.7 1.603
Two-sided t at 95% for n 1 2 2 2.571 2 4.303 3.182
Ok’04 provisional value (info value) 1.651 1.245 21.12 4.557 184.1 3.104
Combined Ok’04 U95% 0.059 0.017 0.299
aOnly the median within-lab standard deviation is given to avoid a precision contest.
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purpose’’ of the current characterizations. For
example, variations in coral U/Ca attributed to a
degree of temperature change range from 0.084 to
0.029 mmol/mol per C [e.g., Sinclair et al., 1998;
Quinn and Sampson, 2002; Felis et al., 2009]
while a change of 0.21 mmol/mol was observed for
a pH change from 7.2 to 8.2 in cultured Acropora
corals [Inoue et al., 2011]. Therefore, the U of
0.094 mmol/mol for the U/Ca ratio of JCp-1 is ﬁt
for purpose for determining changes of 0.5 pH
units or about 2 of temperature. Similar consider-
ations suggest the U of 60 mmol/mol for the B/Ca
ratio of JCp-1 is ﬁt for purpose for determining pH
changes of 0.2 pH units [Allison and Finch,
2010] or 0.3 of temperature [Sinclair et al.,
1998]. The U for the Mg/Ca ratio (0.13 mmol/
mol) of JCp-1 equates to a little less than 1 of
temperature [e.g., Mitsuguchi et al., 1996; Sinclair
et al., 1998; Quinn and Sampson, 2002] while the
U for the Li/Ca ratio (0.36 mmol/mol) of JCp-1
equates to between 1 and 2C [Hathorne et al.,
2013]. It is important to note that the U for ele-
ment/Ca ratios with few labs reporting data are
expanded by larger coverage factors (Tables 2 and
3) to account for the lack of data and hopefully
future studies can improve this situation. Ba/Ca
variations in corals resulting from ﬂood events or
sediment remobilization are normally large, on the
order of 5–10 mmol/mol [e.g., McCulloch et al.,
2003; Sinclair and McCulloch, 2004; Prouty et
al., 2010], so the U for the Ba/Ca ratio of JCp-1 of
1.3 mmol/mol is ﬁt for purpose.
[21] The JCt-1 has a generally lower trace element
content compared to a coral and as such is more
appropriate as a reference material for other bio-
genic carbonates such as Foraminifera [e.g.,
Raitzsch et al., 2011a, 2011b; Coadic et al., 2013]
or giant clams. The fact that the new data for the
JCt-1 agree well with the isotope dilution meas-
urements suggests that although the JCt-1 powder
was analyzed with methods optimized for coral
element/Ca ratios, this had a minimal impact on
the data. The new data also agree well with the
previous published values for this reference mate-
rial (see below).
[22] Ok’04 report Sr concentrations in ppm and Ca
concentrations in percentage for the JCp-1 powder
from 10 laboratories. Accounting for the uncer-
tainty reported for both Sr and Ca concentrations
gives a range of Sr/Ca ratios of 8.47–9.26 mmol/
mol with the average value of all data being 8.86
mmol/mol. This value agrees with the robust aver-
age from this study but following outlier rejection
the Ok’04 provisional value for the Sr/Ca ratio of
JCp-1 is 8.66 mmol/mol. Combining the reported
uncertainty for both Sr and Ca concentrations fol-
lowing QUAM the Ok’04 95% conﬁdence limits
overlap with U from this study by only 0.006
mmol/mol (Table 2). The average values differ by
0.17 mmol/mol, which equates to almost 3C
using an average Sr/Ca-temperature slope [Cor-
re`ge, 2006]. In contrast, the robust average Sr/Ca
value for the JCt-1 powder of this study agrees to
the second decimal place with the Ok’04 provi-
sional value. Of the other elements studied, Ok’04
report provisional ‘‘certiﬁed’’ values for Mg and
Ba in the JCp-1 and JCt-1 powders. In both cases,
the robust average values for Mg/Ca and Ba/Ca
values agree with the Ok’04 values within the lim-
its of U and the robust standard deviation (Tables
2 and 3). Ok’04 also report information values for
Li/Ca, B/Ca and U/Ca for the JCp-1 and JCt-1. In
the case of B/Ca and U/Ca, the values obtained
here agree well with the Ok’04 values. However,
the Ok’04 Li/Ca values are somewhat lower than
the robust average of this study for both JCp-1 and
JCt-1 suggesting a systematic offset.
[23] The values from Ok’04 were all measured as
weight units (ug/g or wt%) and as such may have
Figure 5. Ranked average Mg/Ca values for each laboratory
with error bars representing two standard deviations of the
mean (95% conﬁdence level). For lab 9, the error bars are
60.3 mmol/mol. The dashed line is the robust average and
the gray area denotes the robust standard deviation of all the
data. Z-scores calculated using the robust average and stand-
ard deviation that require action, >3 or <3, are shown next
to the appropriate data point.
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additional uncertainty relating to the dry weight
uncertainty of the powder. Additionally, it seems
in all cases the Ca content was measured with a
different technique (X-ray ﬂuorescence), and
therefore not simultaneously with the minor and
trace elements. Ok’04 aimed to characterize the
material for a wide range of elements and accom-
plished that goal but as the end user wishes to
know the element/Ca ratios as precisely as possi-
ble it is more appropriate to characterize the mate-
rial with direct measurements of element/Ca
ratios.
4.2. Reasons for Interlaboratory Bias
[24] To see if there is a signiﬁcant relationship
between the JCp-1 and JCt-1 values reported by
labs, a rank correlation test was conducted for all
element/Ca ratios where there is data for both JCp-
1 and JCt-1 from six or more labs. In all cases, the
rank correlation coefﬁcient was below the critical
value [ISO 13528, 2005] suggesting there is no
relationship between the JCp-1 and JCt-1 values
reported by the different labs. This is clear in the
Youden plots (Figure 8) where the lack of a
Figure 6. Ranked average Li/Ca, B/Ca, Ba/Ca, and U/Ca values for each laboratory with error bars repre-
senting two standard deviations of the mean (95% conﬁdence level). The dashed line is the robust average
and the gray area denotes the robust standard deviation of all the data. Z-scores calculated using the robust av-
erage and standard deviation that require action, >3 or <3, are shown next to the appropriate data point.
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Figure 7. Ranked average Li/Ca, B/Ca, Mg/Ca, Sr/Ca, Ba/Ca, and U/Ca values for the JCt-1 reference ma-
terial. Error bars represent two standard deviations of the mean (95% conﬁdence level) for each laboratory.
The dashed line is the robust average and the gray area denotes the robust standard deviation of all the data.
Z-scores calculated using the robust average and standard deviation that require action, >3 or <3, are
shown next to the appropriate data point.
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correlation between the JCp-1 and JCt-1 Mg/Ca
and Sr/Ca values causes the conﬁdence ellipse to
be virtually circular. A similar result was found by
Greaves et al. [2008] when the element/Ca ratios
of the reference materials were too different. The
relationship between the JCp-1 and JCt-1 Ba/Ca
and U/Ca values was stronger but not signiﬁcant at
the 95% level. The Youden plots show that the
laboratory biases are not simply the result of a cal-
ibration bias applied to both JCp-1 and JCt-1
measurements. Points plotting outside the conﬁ-
dence ellipse are biased and although not system-
atic, i.e., falling along the 1:1 line, generally
laboratories that obtained unsatisfactory z-scores
for one material also had high or low z-scores for
the other material. Interestingly, it appears that the
ICP-OES Sr/Ca z-scores are negatively correlated
suggesting a positive bias for the JCp-1 is related
to a negative bias for the JCt-1. This is difﬁcult to
explain but is probably related to the different Sr/
Ca ratios of the two materials. Although laborato-
ries were asked to analyze both powders in the
same way as coral samples, it was clear that JCt-1
has a much lower Sr/Ca ratio than typical coral
samples so some labs may have used different cal-
ibration standards for the different materials.
Figure 8. Youden plots of z-scores for both JCp-1 and JCt-1 from the different laboratories. Conﬁdence
ellipses were calculated following ISO 13528 [2005]. For Mg/Ca and Sr/Ca, open points represent labs
employing ICP-MS while ﬁlled points are from labs using ICP-OES.
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[25] The different sample preparations and the an-
alytical techniques used (Table 1) seem to have lit-
tle effect with all laboratories (with the notable
exception of lab 9) returning values with compara-
ble and good within laboratory precision (median
is given in Tables 2 and 3). Differences in sample
preparation include variations in the strength of
the dissolution acid used, the dissolution vessels
used and whether centrifugation was performed
following dissolution. Most laboratories reported a
single value or narrow range for the Ca concentra-
tion at which the measurements were conducted
(Table 1). This implies most laboratories were
conducting active matrix matching of samples and
standards to avoid or minimize matrix effects.
[26] It seems that all the measurement methods
used are capable of producing precise results for
coral element/Ca ratios (except lab number 9).
Various techniques have been published for
obtaining element/Ca ratios with ICP-OES and
ICP-MS instruments [e.g., Schrag, 1999; Rosen-
thal et al., 1999; Yu et al., 2005; Andreasen et al.,
2006; Marchitto, 2006; Shen et al., 2007] and it is
down to the experience of the analyst to know
what approach works best with their own instru-
ment. Instead of pointing to techniques that work
better than others, the results of this study high-
light the inaccuracies that can occur when calibrat-
ing Sr/Ca measurements and the need for an
international standard to ensure results from differ-
ent labs can be compared directly.
4.3. Calculation of Combined Uncertainty
Following QUAM
[27] The QUAM [EURACHEM/CITAC, 2012]
details how all sources of uncertainty should be
propagated in the way deﬁned by the analytical
model. Here, we will consider the simplest case of
determining ratios directly from measured inten-
sity ratios [Rosenthal et al., 1999]:
y ¼ ðrs=rmÞx
where y is X/Casample actual, rs is X/Castandard actual, rm
is X/Castandard measured, and x is X/Casample measured.
Using this model, the uncertainties associated with X/
Castandard actual, X/Castandard measured, and X/Casample
measured must be considered. Comparable uncertain-
ties must be considered with other comparative ana-
lytical methods whether using a calibration curve of
intensity ratios or single mass/wavelength intensities
[e.g., Schrag, 1999; Marchitto, 2006]. The analytical
model of isotope dilution is distinct in that uncertain-
ties mostly stem from spike calibration, the degree of
over or under spiking, and a relatively small contribu-
tion from instrumental uncertainty during isotope ra-
tio measurements.
4.3.1. Uncertainty of Sr/Castandard actual
[28] For standards made gravimetrically from
high-purity single-element solutions, the uncer-
tainty of Sr/Castandard actual includes components
of uncertainty from the certiﬁed values given by
the manufacturer and the uncertainty of the weigh-
ing. For example, when making a Sr/Ca standard
using a Sr solution with a certiﬁed concentration
of 10026 3 mg/mL and a Ca solution with a certi-
ﬁed concentration of 10,0076 25 mg/mL the com-
bined uncertainty (QUAM section 8.2) including
weighing errors (at 95% conﬁdence level) is 0.033
mmol/mol for a standard with a Sr/Ca ratio of
8.573 mmol/mol. This uncertainty is dominated by
the uncertainty provided by the solution manufac-
turer as weighing errors taken from the calibration
report for the ﬁve decimal place balance used are
only 0.006% for 500 mg and 0.012% for 90 mg. In
both cases, this equates to uncertainty on the last
decimal place of the balance reading only and is
negligible compared to the standard solution con-
centration uncertainties. Buoyancy corrections
would also be negligible in such circumstances
where the densities of the standard solutions are so
similar.
[29] When the standard solution concentration is
given in microgram per milliliter units, the density
of the solution needs to be accounted for when cal-
culating the mass of an element contained in a
weighed aliquot of standard solution. In this partic-
ular case, the Sr solution is in 0.1% (v/v) HNO3
with a density of 1.000 g/mL while the more con-
centrated Ca solution is in 2% (v/v) HNO3 with a
density of 1.038 g/mL. Not accounting for the 3.8%
difference in density results in a calculated Sr/Ca
ratio that is 0.313 mmol/mol lower and it is clear
that this could be a very signiﬁcant source of bias.
Not all manufacturers supply such detailed infor-
mation and one could be forgiven for assuming all
standards in a weak HNO3 matrix, from the same
manufacturer at least, would have the same acid
content.
[30] Another source of uncertainty for the Sr/Ca
ratio of the standard solution is the variable
amount of Sr impurity in the Ca standard solution.
Some workers have highlighted the presence of
such impurities and quantify them [Yu et al.,
2005; Andreasen et al., 2006; Marchitto, 2006]
while others do not mention the impurities or
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suggest the effect is insigniﬁcant [Shen et al.,
2007]. Although manufacturers provide informa-
tion regarding impurity concentrations on the cer-
tiﬁcate of analysis experience has demonstrated,
especially for Sr, determining the contribution
from impurities in the Ca standard can be impor-
tant. Often detailed certiﬁcates of analysis are only
supplied with the most expensive products and it
is only possible to ﬁnd out the impurity content
once a solution has been purchased. The Sr impu-
rity varies widely, even between different batches
from the same manufacturer. To demonstrate this,
we conducted a ﬁve point standard addition analy-
sis of four different Ca solutions from three differ-
ent manufacturers. The results vary from 0.31 to
2.06 mg/mL Sr in a 10,000 mg/mL Ca solution with
different batches from the same manufacturer hav-
ing values of 0.31 and 0.80 mg/mL Sr. This does
not seem like much but a standard with a Sr/Ca ra-
tio of about 9 mmol/mol will have around 200 mg/
mL Sr in a 10,000 mg/mL Ca solution. Therefore,
a bias of up to 1% could be introduced by not
accounting for impurities in the Ca standard but a
bias of approximately 0.3% or 0.03 mmol/mol is
likely.
[31] In summary, assuming differences in the den-
sity of standard solutions has been accounted for,
the uncertainty associated with Sr/Ca standard
ratios is on the order of 0.033 mmol/mol (2) and
the bias introduced by the Sr impurity in the Ca so-
lution is estimated at 0.03 mmol/mol. Adding
these two sources of uncertainty following QUAM
and allocating the Sr impurity uncertainty a 1
conﬁdence limit gives a combined standard uncer-
tainty (1) of 0.035 mmol/mol to propagate for the
Sr/Castandard actual.
4.3.2. Uncertainty of Sr/Castandard measured
[32] Despite the great advance of multielement
quantiﬁcation brought about with the introduction
and development of ICP-OES and ICP-MS instru-
ments, there are many spectral and molecular
interferences which can inﬂuence analyte signal
intensities. The added complexity of matrix
effects, in this case the relatively high levels of Ca
introduced to the plasma, provides plenty of scope
for signiﬁcant interlaboratory bias to be generated
during measurement. Although different schemes
are used to minimize or correct for matrix effects
[e.g., Schrag, 1999; Yu et al., 2005] these are
instrument speciﬁc and even vary with the hard-
ware setup of similar instruments. For example,
the use of a shielded torch signiﬁcantly changes
the mass bias [e.g., Andreasen et al., 2006] and
different instrument types exhibit different Ca ma-
trix effects for some elements (compare Yu et al.
[2005] and Marchitto [2006]). The uncertainty
resulting from such corrections is difﬁcult to iso-
late but Schrag [1999] suggests by limiting the Ca
concentration variations to less than a factor of 4
the precision after correction is around 0.2% or
0.02 mmol/mol. Shen et al. [2007] report a 86Sr2þ
ion formation of 3% in their mass spectrometer
and when 3% of the 86Sr intensity was subtracted
from the 43Ca intensity for a 15 h run of various
coral Sr/Ca standard solutions the maximum dif-
ference between the corrected and uncorrected Sr/
Ca values was 0.02 mmol/mol. Therefore, we esti-
mate the standard uncertainty of Sr/Castandard meas-
ured to be propagated to be 0.02 mmol/mol.
4.3.3. Uncertainty of Sr/Casample measured
[33] The uncertainty of the element/Ca ratio meas-
ured for the sample solutions also depends on the
same factors that inﬂuence the standards such as
matrix effects and interferences. There is scope for
a larger uncertainty to be associated with sample
element/Ca measurements as the calibration stand-
ards are likely to be more pure, for example, not
containing residual organics, and therefore have a
more narrow matrix composition. Here, we esti-
mate the external analytical precision for Sr/Ca
measurements using within lab reproducibility as
reported by the participating labs. The median
within laboratory standard deviation for JCp-1 Sr/
Ca ratios was 0.013 mmol/mol (Table 2), which is
only 0.15% relative to the average value. In one
laboratory, the average relative standard deviation
of 17 different coral Sr/Ca standards (including
dissolutions of JCp-1 and JCt-1) run at 10 or 20
ppm Ca, over a 15 h run, was 0.32%. Therefore,
the conservative standard uncertainty of Sr/Casam-
ple measured to be propagated is estimated to be
0.026 mmol/mol.
4.3.4. Combined Expanded Uncertainty and
Implications for Sr/Ca Temperature
Reconstructions
[34] Following QUAM the combined uncertainty
u(y) of y will be





þ u rmð Þ
rm
 2
þ u xð Þ
x
 2s
[35] Using the conservative estimates of the stand-
ard uncertainty discussed above, the combined
uncertainty is 0.049 mmol/mol or 0.098 mmol/mol
when expanded by the coverage factor 2 to obtain
a 95% conﬁdence level. This is comparable to the
U obtained for the assigned value following IAG
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guidelines and equates to 1.6C using the com-
piled mean slope between SST and the Sr/Ca ratio
of Porites corals [Corre`ge, 2006]. Assuming the
Sr impurity in the Ca standard has been corrected
for or is insigniﬁcant the u(rs) term reduces to
0.017 mmol/mol and then the combined expanded
uncertainty is 0.076 mmol/mol which equates to
1.3C. If the uncertainty of the Sr/Ca ratio of the
standard could be negated by using a reference
material with an agreed set value, that is the u(rs)
term is zero, and using the best case estimates of
0.02 mmol/mol for u(rm) and 0.013 for u(x), then
the combined expanded uncertainty could be
reduced to 0.049 mmol/mol or 0.8C. Such a 95%
conﬁdence interval would be ﬁt for the purpose of
discerning small changes in tropical SST on sea-
sonal and interannual time scales. However, to
obtain such reﬁned expanded uncertainties will
require the better characterization of reference
materials than obtained in the current study. Stud-
ies characterizing new coral reference materials
should employ ID measurements from multiple
laboratories and use the well-characterized JCp-1
to ensure traceability. In the meantime, it is sug-
gested that studies reporting coral element/Ca ratio
data report the average value obtained for a refer-
ence material such as the JCp-1. This is common
practice in isotope geochemistry where, for exam-
ple, Sr isotope data are always accompanied by
the average values obtained for the NBS 987 dur-
ing the study. Reference materials are proliferat-
ing, and with tools like the GeoREM database
[Jochum and Nohl, 2008] hopefully soon all geo-
chemical data will be traceable to some degree.
5. Conclusions
[36] The Sr/Ca results from 21 different laborato-
ries show interlaboratory bias can be signiﬁcant
and in the extreme case could result in a range in
SST estimates of 7C. Three laboratories achieved
unsatisfactory z-scores for Sr/Ca ratios that require
action meaning 85% of participating laboratories
preformed well compared to the robust average
and standard deviation. The Porites coral refer-
ence material JCp-1 is now characterized well
enough to have a certiﬁed Sr/Ca value of 8.838
mmol/mol with an expanded uncertainty of 0.089
mmol/mol following International Association of
Geoanalysts (IAG) guidelines. This uncertainty, at
the 95% conﬁdence level, equates to 1.5C for
SST estimates so is approaching ﬁtness for pur-
pose, but the comparable median within laboratory
error is <0.5C. Following QUAM guidelines and
using the simplest analytical model as an example
results in a combined expanded uncertainty of
0.098 mmol/mol, which equates to 1.6C. The
uncertainty component resulting from Sr impur-
ities in the Ca standard is estimated to contribute
0.3C. The combined expanded uncertainty could
be reduced to 0.8C if the standard Sr/Ca ratio is
known precisely. This reveals the interlaboratory
bias component that should be reduced in the
future through the use of reference materials like
the JCp-1. In the meantime, it is suggested that
studies reporting coral element/Ca ratio data report
the average value obtained for a reference material
such as the JCp-1. Consensus values that fulﬁll the
requirements to be certiﬁed values were also
obtained for Mg/Ca in JCp-1 and for Sr/Ca and
Mg/Ca ratios in the JCt-1 giant clam reference ma-
terial. Reference values with variable ﬁtness for
purpose have also been obtained for Li/Ca, B/Ca,
Ba/Ca, and U/Ca ratios in both reference
materials.
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